Abstract: Scaffolds supplemented with naturally derived materials seem to be a good choice in bone tissue engineering. This study aims to develop polyurethane (PU) nanofibers added with ylang ylang (YY) and zinc nitrate (ZnNO 3 ) using the electrospinning method. Field emission scanning electron microscopy (FESEM) images showed that the diameter of the PU nanofibers (869 ± 122 nm) was reduced with the addition of YY and ZnNO 3 (PU/YY-467 ± 132 nm and PU/YY/ZnNO 3 -290 ± 163 nm). Fourier transform infrared (FTIR), a thermal gravimetric analysis (TGA) and an X-ray diffraction (XRD) analysis confirmed the interactions between PU with YY and ZnNO 3 . In addition, a thermal gravimetric analysis (TGA) study revealed the improved thermal stability for PU/YY and a slight reduction in the thermal stability for PU/YY/ZnNO 3 . A tensile test indicated that the addition of YY and ZnNO3 (PU/YY-12.32 MPa and PU/YY/ZnNO 3 -14.90 MPa) improved the mechanical properties of the pristine PU (6.83 MPa). The electrospun PU/YY (524 nm) and PU/YY/ZnNO 3 (284 nm) showed a reduced surface roughness when compared with the pristine PU (776 nm) as depicted in the atomic force microscopy (AFM) analysis. The addition of YY and ZnNO 3 improved the anticoagulant and biocompatibility nature of the pristine PU. Furthermore, the bone mineralization study depicted the improved calcium deposition in the fabricated composites (PU/YY-7.919% and PU/YY/ZnNO 3 -10.150%) compared to the pristine PU (5.323%). Hence, the developed composites with desirable physico-chemical properties, biocompatibility and calcium deposition can serve as plausible candidates for bone tissue engineering.
Introduction
In bone tissue engineering, artificial bone scaffolds are used to support the remodeling of the bone defects. The bone defects were caused by disease or trauma, which include tumour ablation, bone cysts, osteolysis, and neurosurgical defects [1] . Bone regeneration is a complex process involving the interaction of different cell types such as chondrocytes, mesenchymal stem cells, osteoblasts, osteoclasts and endothelial cells [2] . In bone tissue engineering, the scaffolds play a vital role in
Experimental Section

Materials
Tecoflex EG 80A, medical grade aliphatic polyurethane, was purchased from Lubrizol, Wickliffe, OH, United States. The solvent dimethylformamide (DMF) utilized for dissolving the polymer was supplied from Merck, Burlington, NJ, USA. YY oil was purchased from AEON, Johor, Malaysia. Phosphate buffer saline (PBS) and sodium chloride physiological saline (0.9% w/v) were obtained from Sigma-Aldrich, Kuala Lumpur, Malaysia. ZnNO 3 was supplied from Sigma Aldrich, Gillingham, UK. The clotting reagents used for the coagulation study were obtained from Diagnostic Enterprise, Thiruvananthapuram, India.
Preparation of PU and Their Composite Solution
The weight concentration of PU used was 9%, and it was obtained by dissolving 0.450 g in 5 mL of DMF. Similarly, the homogeneous solution of YY (4 v/v%) and ZnNO 3 (4 wt %) was prepared by adding 120 µL and 0.120 g of YY and ZnNO 3 in 3 mL of DMF. Finally, the prepared YY and ZnNO 3 was added to the PU homogenous solution to make PU/YY and PU/YY/ZnNO 3 at a volume ratio of 8:1 v/v% and 8:0.5:0.5 v/v% respectively.
Electrospinning of Prepared Solutions
The electrospinning equipment (Progene Link Sdn Bhd, Selangor, Malaysia) was used to convert the prepared solutions into the fibrous scaffold, and this was done at room temperature with a humidity of 55%. The operation parameters were kept constant for electrospinning of all of the prepared solutions. The optimized voltage, flow rate and collector distance were 11.5 kV, 0.3 mL/h and 20 cm, respectively. The obtained fibers that were collected used aluminium foil placed on the collector drum. The fibers were dried under vacuum to remove any residues that were present.
Characterization
Field Emission Scanning Electron Microscopy (FESEM)
The morphological analysis of the fibrous membrane was done using the FESEM unit (Hitachi SU8020, Tokyo, Japan). Prior to imaging, membranes were sputtered with gold and imaged for different magnifications. The mean fiber diameter of the electrospun membranes was determined using Image J by selecting 30 locations from the particular captured image.
Fourier Transform Infrared Spectroscopy (FTIR)
The infrared spectrum of the electrospun membranes was done using Nicolet iS 5, Thermo Fischer Scientific, Waltham, MA, USA. The ATR crystal that was used was zinc selenium. For each sample, the 32 scans were performed in the wavelength range of 600-4000 cm −1 at a resolution of 4 cm −1 .
Contact Angle Measurements
The water contact angle, which depicts the wettability of the fabricated membranes, was measured by video contact angle (VCA) unit (AST products, Inc., Billerica, MA, USA). Drops of deionized water (0.5 µL) were applied on the electrospun surfaces, and using high resolution camera a static image was captured within a few seconds. The contact angles for the static image were calculated using computer integrated software, and the experiment was repeated three times.
X-ray Diffraction
An X-ray diffractometer analyser (Rigaku, Tokyo, Japan) with CuKα radiation was used to analyse the crystallographic changes in the electrospun membranes. Patterns were attained in the 2θ range of 10-90 • with a scanning rate of 10 • /min.
Thermal Behaviour
The thermal behaviour of PU and their composite was determined using a thermal gravimetric analysis (TGA) unit (PerkinElmer, Waltham, MA, USA). The thermal behaviour was studied between the temperature ranges of 30 to 1000 • C with a heating rate of 10 • C/min under a nitrogen atmosphere.
Tensile Test Analysis
The mechanical performance of the electrospun membranes was determined by a uniaxial tester machine (Gotech Testing Machines, AI-3000, Taichung City, Taiwan). The samples with a size of 40 × 15 mm 2 were cut and clamped in the grips of the machine with a gauge length of 20 mm. The experiment was performed at a cross-head speed of 10 mm/min with a load cell of 500 N. The average tensile strength was determined from the machine plotted stress-strain curve.
Atomic Force Microscopy (AFM) Analysis
The surface topography of the nanofibrous scaffolds was evaluated by an atomic force microscopy unit (NanoWizard ® , JPK Instruments, Berlin, Germany) in taping mode. The experiment was performed in a normal atmosphere and the scanning area of 20 × 20 µm 2 with a 256-sample resolution.
Mineralization Testing
The mineralization test was done using simulated body fluid (SBF) to determine the bioactivity of the electrospun membranes. A small cut sample of the electrospun membranes was soaked in 1.5x SBF (pH 7.4; 37 • C) and incubated for 14 days. The soaked samples were removed, and after 14 days they were cleaned with distilled water. After this, the samples were dried at 37 • C. The dried electrospun membranes were examined through scanning electron microscopy (SEM) unit (Hitachi Tabletop TM3000, Tokyo, Japan) equipped with Energy Dispersive X-Ray Spectroscopy (EDX) to determine the amount of calcium deposition.
Coagulation Assays
Activated Partial Thromboplastin Time (APTT) Assay
Electrospun PU and its composites scaffolds were cut into square samples and incubated in PBS at 37 • C for 30 min before starting the assay. First, the samples were placed with 50 µL of obtained PPP for 1 min at 37 • C, followed by adding 50 µL of rabbit brain cephaloplastin reagent for 3 min at 37 • C. Finally, the mixture was activated by adding 50 µL of CaCl 2 and stirred using a sterile steel needle. The time taken for the clot formation was noted using a chronometer.
Prothrombin Time (PT) Assay
Electrospun PU and its composites scaffolds were cut into square samples and incubated in PBS for 30 min at 37 • C. To begin the assay, the samples were placed with 50 µL of PPP for 1 min, followed by adding 50 µL of NaCl-thromboplastin reagent (Factor III) and stirring using a sterile steel needle. The time taken for the formation of clot was noted as PT.
Hemolysis Assay
To start this assay, both PU and its composites scaffolds were soaked in physiological saline (0.9% w/v) at 37 • C for 30 min. Then, they were exposed to the mixture of citrated blood and diluted saline (4:5) for 1 h at 37 • C. After this, the exposed samples were taken out, and the mixtures were centrifuged at 3000 rpm for 15 min. Finally, the supernatant was aspirated, and the absorbance was recorded at 542 nm, which represents the damage of red blood cell (RBCs). The hemolytic percentage was calculated using the following formula [18] :
where TS, NC, and PC are the measured absorbance values of the test sample, negative control, and positive control at 542 nm, respectively.
MTS Assay
An MTS (3-(4,5-dimethylthiazol-2-yl)-5-(3-carboxymethoxyphenyl)-2-(4-sulfophenyl)-2H-tetrazolium) assay was used to determine the cell growth levels on electrospun scaffolds after a 5 day culture. A small cut piece of electrospun scaffolds was placed into 96 well plates and sterilized with 70% ethanol for 10 min and cleansed with PBS. After this, human dermal fibroblast (HDF) cells were seeded into each well, in which scaffolds were placed with a density of 10 × 10 3 cells/cm 2 and cultured for 5 days. After 5 days, the scaffolds were removed from the medium and further incubated with 20% of MTS at 37 • C for four hours. The live cells in the electrospun membranes were measured by taking the absorbance at 490 nm using a spectrophotometer reader. The experiments were done in triplicate.
Statistical Analysis
All of the experiments were done thrice independently. A one-way ANOVA was performed to calculate the statistical significance (p < 0.05) and was expressed as the mean ± SD. In the case of the qualitative experiments, an illustration of three images is indicated. Figure 1 shows the SEM images of PU and PU nanocomposite fibers prepared using the electrospinning technique. The SEM images depicted that the developed scaffold consists of smooth nanofibers, randomly oriented without any beads. The fiber diameter was calculated using Image J, and the average fiber diameter of PU, PU/YY and PU/YY/ZnNO 3 were found to be 869 ± 122 nm, 467 ± 132 nm and 290 ± 163 nm respectively. The fiber diameter analysis showed that the fiber diameter was reduced with the addition of YY and ZnNO 3 . Furthermore, we observed a synergistic reduction of the fiber diameter with the addition of ZnNO 3 into the polyurethane matrix. The addition of YY resulted in a reduced fiber diameter due to the active constituents present in the oil. This may have been further pronounced when ZnNO 3 was added to the polyurethane matrix. From the FESEM figure, the ZnNO 3 particle present on the surface of the fiber was evident, and there might be the possibility of the release of the ZnNO 3 particle from the fiber surface. However, owing to the low concentration used, there might be no risk of toxicity to the human cells, as indicated in our MTS assay. Few studies have reported that the electrospun scaffold with a smaller diameter facilitated the enhanced osteoblast growth [24, 25] . Our developed composites showed a smaller fiber diameter than the pristine PU, suggesting its suitability for the new bone tissue formation. Cell colonization is considered an important parameter in the biological process, and it influences wound healing, vascularization, tissue engineering and stem cell differentiation. The scaffolds are used to support the ingrowth of cells during colonization [26] . Noriega et al. electrospun a chitosan scaffold and studied the chondrocytes' spreading, proliferation and differentiation. It has been shown that a smaller fiber diameter shows a higher deposition ratio of collagen II/collagen I compared to the lager fiber diameter [27] . In another study, Guo et al. developed scaffolds with fiber diameters of 0.347 µm, 0.947 µm, and 6.48 µm to examine the proliferation and differentiation of osteoblast cells. It was reported that the scaffold with 0.35 µm exhibited a higher projected area and increased the expression of Runt-related transcription factor 2 (RUNX2), type I collagen (Col I), alkaline phosphatase (ALP) activity and osteocalcin (OCN), respectively [28] . Hence, the specific surface area of a smaller fiber diameter facilitated the enhanced protein adhesion, causing a large amount of cell attachment on them [29] . In this work, fabricated composites exhibited a reduced fiber diameter compared to the control, which should be favourable to the cell colonization to induce tissue growth. The presence of zinc (1.9%) in the polyurethane matrix was confirmed in the EDX study, as shown in Figure 2 . 
Results and Discussion
SEM Investigation
IR Analysis
The IR spectra of the nanofibrous membranes were carried out to examine the functional groups that were present. Figure 3 shows the FTIR spectra of the PU, PU/YY, PU/YY/ZnNO3 composite membranes. The pristine PU showed characteristic broad bands of NH stretch at 3323 cm −1 , and its vibrations were observed at 1531 cm −1 and 1597 cm −1 , respectively. The bands of the CH group can be observed at 2940 cm −1 and 2854 cm −1 , and the band at 1414 cm −1 represents its vibrations. Furthermore, 
The IR spectra of the nanofibrous membranes were carried out to examine the functional groups that were present. Figure 3 shows the FTIR spectra of the PU, PU/YY, PU/YY/ZnNO 3 composite membranes. The pristine PU showed characteristic broad bands of NH stretch at 3323 cm −1 , and its vibrations were observed at 1531 cm −1 and 1597 cm −1 , respectively. The bands of the CH group can be observed at 2940 cm −1 and 2854 cm −1 , and the band at 1414 cm −1 represents its vibrations. Furthermore, a twin peak is seen at 1702 cm −1 and 1730 cm −1 , attributed to the bands of the CO group. Moreover, the characteristic peak was present between the regions of 500-1200 cm −1 . The bands at 1220 cm −1 , 1105 cm −1 and 770 cm −1 denote the characteristic peaks of PU, which are attributed to C-O-C and C-OH stretching vibrations, respectively [17] [18] [19] . In the electrospun nanocomposites, the peaks were similar to those of the pristine PU. However, an increase in the intensity was observed in the pristine PU while incorporating YY and ZnNO 3 respectively. The alteration in the peak intensity was due to a strong hydrogen bond formation between the molecules of YY and ZnNO 3 and the molecules of PU [30] . PU while incorporating YY and ZnNO3 respectively. The alteration in the peak intensity was due to a strong hydrogen bond formation between the molecules of YY and ZnNO3 and the molecules of PU [30] . 
Contact Angle Measurements
The contact angles measurement was performed to evaluate the wettability and adhesion properties of the developed as-spun membranes. The PU, PU/YY, PU/YY/ZnNO3 membranes contact angle were observed to be 106 ± 3°, 112 ± 1°, and 86 ± 1°, respectively. It was shown that the contact angle was increased to 112° while adding YY, indicating hydrophobic behaviour, and that it was decreased to 86° upon adding ZnNO3, suggesting hydrophilic behaviour. Hence, the addition of ZnNO3 improved the wettability of the pristine PU. The wettability design of a scaffold is important in tissue engineering, as it can influence the cell adhesion and proliferation to a higher extent. It was reported that the contact angle in the range of less than 106° was inappropriate for optimum cell adhesion and proliferation [31] . The contact angle of PU/YY (112° ± 1°) was found to be behind the reported range, which may cause a reduction of the cell adhesion and proliferation. Furthermore, adding ZnNO3 to the PU/YY facilitates the improved wettability (86° ± 1°), which lies in the reported wettability range and is suitable for the improved cell adhesion and proliferation for new tissue growth. Liang et al. electrospun a bone scaffold utilizing PLGA/nHA/graphene oxide. It was found that the developed PLGA/HA/graphene oxide scaffolds displayed hydrophilic behaviour and favoured an enhanced osteoblast cell response [32] . Hence, our optimal wettability of the fabricated PU/YY/ZnNO3 nanocomposite might serve as a potential candidate for bone tissue engineering. 
XRD Analysis
Contact Angle Measurements
The contact angles measurement was performed to evaluate the wettability and adhesion properties of the developed as-spun membranes. The PU, PU/YY, PU/YY/ZnNO 3 membranes contact angle were observed to be 106 ± 3 • , 112 ± 1 • , and 86 ± 1 • , respectively. It was shown that the contact angle was increased to 112 • while adding YY, indicating hydrophobic behaviour, and that it was decreased to 86 • upon adding ZnNO 3 , suggesting hydrophilic behaviour. Hence, the addition of ZnNO 3 improved the wettability of the pristine PU. The wettability design of a scaffold is important in tissue engineering, as it can influence the cell adhesion and proliferation to a higher extent. It was reported that the contact angle in the range of less than 106 • was inappropriate for optimum cell adhesion and proliferation [31] . The contact angle of PU/YY (112 • ± 1 • ) was found to be behind the reported range, which may cause a reduction of the cell adhesion and proliferation. Furthermore, adding ZnNO 3 to the PU/YY facilitates the improved wettability (86 • ± 1 • ), which lies in the reported wettability range and is suitable for the improved cell adhesion and proliferation for new tissue growth. Liang et al. electrospun a bone scaffold utilizing PLGA/nHA/graphene oxide. It was found that the developed PLGA/HA/graphene oxide scaffolds displayed hydrophilic behaviour and favoured an enhanced osteoblast cell response [32] .
Hence, our optimal wettability of the fabricated PU/YY/ZnNO 3 nanocomposite might serve as a potential candidate for bone tissue engineering. Figure 4 shows the XRD patterns of the pure PU, PU/YY and PU/YY ZnNO 3 nanofibers. The pristine PU showed a characteristic broad peak at 20 • , which indicates its amorphous behaviour. For the electrospun PU/YY scaffolds, there was no new peak found, apart from the characteristic broad peak at 20 • . In the case of PU/YY/ZnNO 3 , there was an extra peak at 8.8 • , apart from the broad peak. The peaks were attributed to the crystal plane of Zn [33] . Hence, the XRD analysis confirms the change in crystalline behaviour of the PU/YY/ZnNO 3 nanocomposites. 
XRD Analysis
Thermal Analysis
The thermal behaviours of PU, PU/YY, and PU/YY/ZnNO3 were done using TGA, and their respective curves are presented in Figure 5 . The results for the thermal analysis depicted that the decomposition temperature of the developed PU/YY nanocomposite is much higher than that of the neat PU fiber, while PU/YY/ZnNO3 shows lower decomposition temperature than the pristine PU. The pristine PU exhibited an initial decomposition temperature of 266 °C, and for electrospun PU/YY and PU/YY/ZnNO3 it was observed to be 273 °C and 196 °C, respectively. Hence, the reinforcement of YY improved the thermal stability of the pristine PU, while the addition of ZnNO3 decreased the onset degradation. Jaganathan et al. electrospun polyurethane scaffolds added with zinc nitrate. It was found that the addition of zinc nitrate resulted in a decrease in the onset degradation temperature of PU, which resembles our findings. Furthermore, they attributed this to the evaporation of water or moisture present in the developed film [34] . Further weight loss curves for the fabricated PU, PU/YY, and PU/YY/ZnNO3 are indicated in Figure 6 , and a list of weight loss peaks are listed in Table  1 . The pristine PU showed 4 weight loss peaks, whereas the electrospun PU/YY showed only 2 weight loss peaks, indicating a reduced weight loss compared to the pristine PU. However, with the ZnNO3 addition, the number of weight loss peaks increased (5 loss peaks) compared to the pristine PU. This clearly depicted that the added constituents, like YY and ZnNO3, are integrated within the polyurethane matrix. A decrease in the intensity of the weight loss peak in electrospun PU/YY/ZnNO3 compared to the pristine PU indicated the reduced weight loss of their fabricated composites. This is quite similar to recent observation where Jaganathan et al. fabricated polyurethane scaffolds added with zinc nitrate. It was observed that the addition of zinc nitrate resulted in a decrease in the weight loss peak intensity of PU, which resembles our findings [34] . 
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Mechanical Properties
The mechanical properties of the PU, PU/YY and PU/YY/ZnNO 3 nanocomposites were determined using a tensile test, and their corresponding stress-strain plots are depicted in Figure 7 . It was observed that the ultimate tensile strength of YY and ZnNO 3 incorporated nanofibers were higher than pure nanofibers. The tensile strength of the pristine PU was found to be 6.83 MPa, whereas PU incorporated with YY and YY/ZnNO 3 showed a strength of 12.32 MPa and 14.90 MPa respectively. Hence, the addition of YY and ZnNO 3 significantly enhanced the mechanical performance of the pristine PU. Jaganathan et al. developed an electrospun scaffold utilizing polyurethane and copper sulphate. It was found that the incorporation of copper sulphate resulted in the enhancement of the mechanical strength, which correlates with our findings. They reported that this improved mechanical performance resulted from their smaller fiber diameter [35] . Hence, the developed composites showed a smaller fiber diameter than the pristine, which resulted in the improvement of the tensile strength. It has been reported that the mechanical strength in the range between 4 to 10 MPa is suitable for human fetal osteoblast cells response [36] . In the human body, the osteoblast was largely present in the periosteum, which is the thin connective tissue layer that lies outside the surface of bones and in the endosteum [37] . In this research, the reported mechanical strength matches those reported values, indicating its potentiality for periosteum tissue growth. Fifth weight loss --530 °C to 780 °C
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Additionally, the surface morphologies of PU, PU/YY, PU/YY/ZnNO 3 nanocomposite fibers were evaluated by atomic force microscopy. The corresponding AFM images of the as-spun nanofibers are shown in Figure 8 . The average surface roughness of the PU was reported to be 776 nm, and the surface roughness of the PU incorporated with YY and ZnNO 3 was found to be 524 nm and 284 nm, respectively. The YY and ZnNO 3 addition resulted in the reduction of the roughness of the PU, indicating that its surfaces were smooth. Kim et al. investigated the effect of the fiber diameter on the surface roughness of electrospun Poly(ε-caprolactone) scaffolds. It had been found that a scaffold with a smaller fiber diameter showed a smoother morphology and became rougher when the diameter became larger [38] . Hence, our fabricated composites with a smaller fiber diameter might have facilitated the smoother surfaces. Ribeiro developed poly (L-lactide) membranes and investigated the osteoblast cells proliferation. It was found that the surfaces having a low surface roughness displayed an increased adhesion and proliferation of osteoblast cells, compared to the surfaces having a higher surface roughness [39] . Hence, in our study, the lower surface roughness of the developed nanocomposites might be suitable for the enhanced osteoblast cell response. scaffold with a smaller fiber diameter showed a smoother morphology and became rougher when the diameter became larger [38] . Hence, our fabricated composites with a smaller fiber diameter might have facilitated the smoother surfaces. Ribeiro developed poly (L-lactide) membranes and investigated the osteoblast cells proliferation. It was found that the surfaces having a low surface roughness displayed an increased adhesion and proliferation of osteoblast cells, compared to the surfaces having a higher surface roughness [39] . Hence, in our study, the lower surface roughness of the developed nanocomposites might be suitable for the enhanced osteoblast cell response. 
Coagulation Assessments
The coagulation assay assessments for the electrospun PU, PU/YY and PU/YY/ZnNO3 scaffold are presented in Figures 9-11 . The APTT time for the electrospun PU/YY and PU/YY/ZnNO3 scaffold was reported to be 187 ± 3 s and 183 ± 3 s, respectively, whereas for the pristine PU it was 162 ± 2 s. Similarly, The PT time for the electrospun PU/YY and PU/YY/ZnNO3 scaffold was reported to be 93 ± 3 s and 92 ± 2 s, respectively, whereas for the pristine PU it was 85 ± 1 s. The APTT and PT measurements clearly depicted that the developed nanocomposites showed a better compatibility with blood, signified by a prolonging of the blood clotting times when compared to pure polyurethane. This might be due to the presence of YY and ZnNO3 in the polyurethane matrix. Furthermore, a hemolytic percentage was also performed, in which the pristine PU showed a hemolytic percentage of 2.58%, while for the electrospun PU/YY and PU/YY/ZnNO3 scaffold the hemolytic percentages were 1.51% and 1.54%, respectively, indicating non-hemolytic materials, according to ASTMF756-00 (2000) [18] . The blood compatibility measurements depicting a significant delay in blood clotting for the electrospun PU/YY nanocomposites might result from its hydrophobic behaviour. In the blood/surface interaction, the hydrophobic surface will favour the irreversible adhesion of plasma proteins, which results in a delay in the blood clotting time. However, there was variance in the blood clotting times when adding ZnNO3 to the PU/YY nanocomposites. This variance was due to the change in the wettability behaviour of the PU/YY/ZnNO3 nanocomposites [40] . Jaganathan electrospun polyurethane scaffolds added with corn and neem oil. It was observed that the addition of corn and neem oil resulted in enhanced blood clotting times compared to the pristine PU, and the researchers concluded that this might be due to the smaller fiber diameter and 
The coagulation assay assessments for the electrospun PU, PU/YY and PU/YY/ZnNO 3 scaffold are presented in Figures 9-11 . The APTT time for the electrospun PU/YY and PU/YY/ZnNO 3 scaffold was reported to be 187 ± 3 s and 183 ± 3 s, respectively, whereas for the pristine PU it was 162 ± 2 s. Similarly, The PT time for the electrospun PU/YY and PU/YY/ZnNO 3 scaffold was reported to be 93 ± 3 s and 92 ± 2 s, respectively, whereas for the pristine PU it was 85 ± 1 s. The APTT and PT measurements clearly depicted that the developed nanocomposites showed a better compatibility with blood, signified by a prolonging of the blood clotting times when compared to pure polyurethane. This might be due to the presence of YY and ZnNO 3 in the polyurethane matrix. Furthermore, a hemolytic percentage was also performed, in which the pristine PU showed a hemolytic percentage of 2.58%, while for the electrospun PU/YY and PU/YY/ZnNO 3 scaffold the hemolytic percentages were 1.51% and 1.54%, respectively, indicating non-hemolytic materials, according to ASTMF756-00 (2000) [18] . The blood compatibility measurements depicting a significant delay in blood clotting for the electrospun PU/YY nanocomposites might result from its hydrophobic behaviour. In the blood/surface interaction, the hydrophobic surface will favour the irreversible adhesion of plasma proteins, which results in a delay in the blood clotting time. However, there was variance in the blood clotting times when adding ZnNO 3 to the PU/YY nanocomposites. This variance was due to the change in the wettability behaviour of the PU/YY/ZnNO 3 nanocomposites [40] . Jaganathan electrospun polyurethane scaffolds added with corn and neem oil. It was observed that the addition of corn and neem oil resulted in enhanced blood clotting times compared to the pristine PU, and the researchers concluded that this might be due to the smaller fiber diameter and hydrophobic nature of the fabricated composites [18] . In this research, the smaller fiber diameter (PU/YY and PU/YY/ZnNO 3 ) and hydrophobic behaviour (PU/YY) of the electrospun nanocomposites might play a putative role in enhancing the anticoagulant behaviour of the pristine polyurethane. Figure 12 presents a representation diagram describing the bone mineralization process of the electrospun membranes in SBF after 14 days. It was observed that the presence of YY and zinc nitrate accelerates the calcium deposition in the pristine PU. The weight percentage of calcium deposited in the pristine PU was found to be 5.323%, and for electrospun PU/YY and PU/YY/ZnNO3 it was reported to be 7.919% and 10.150%, respectively. Hence, the fabricated composites with an improved calcium deposition might serve as potential candidates for bone tissue engineering. Figure 12 presents a representation diagram describing the bone mineralization process of the electrospun membranes in SBF after 14 days. It was observed that the presence of YY and zinc nitrate accelerates the calcium deposition in the pristine PU. The weight percentage of calcium deposited in the pristine PU was found to be 5.323%, and for electrospun PU/YY and PU/YY/ZnNO 3 it was reported to be 7.919% and 10.150%, respectively. Hence, the fabricated composites with an improved calcium deposition might serve as potential candidates for bone tissue engineering. Figure 12 presents a representation diagram describing the bone mineralization process of the electrospun membranes in SBF after 14 days. It was observed that the presence of YY and zinc nitrate accelerates the calcium deposition in the pristine PU. The weight percentage of calcium deposited in the pristine PU was found to be 5.323%, and for electrospun PU/YY and PU/YY/ZnNO3 it was reported to be 7.919% and 10.150%, respectively. Hence, the fabricated composites with an improved calcium deposition might serve as potential candidates for bone tissue engineering. 
Bone Mineralization Testing
Cytocompatibility Analysis
The fibroblast cell viabilities of the electrospun PU, PU/YY and PU/YY/ZnNO 3 nanofibrous scaffold using the MTS assay were presented in Figure 13 . After a 5 day culture, the PU membrane showed a cell viability in the range of 130 ± 4%, and for the electrospun PU/YY and PU/YY/ZnNO 3 scaffold it showed a viability of 136 ± 2% and 139 ± 1%, respectively. It was shown that all electrospun membranes showed a better cell viability than the control. Furthermore, the cell viability of the electrospun PU/YY and PU/YY/ZnNO 3 nanofibers were found to be higher than the pristine PU. As reported earlier, the smaller fiber diameter and hydrophilic behaviour might favour the fibroblast cell adhesion and proliferation. This enhanced cell adhesion of the fibroblast may be due to the reduced fiber diameter (PU/YY and PU/YY/ZnNO 3 ) and hydrophilic behaviour (PU/YY and PU/YY/ZnNO 3 ) of the developed composites [41, 42] . The periosteum in the human bone is divided into two layers, namely the outer layer which is fibrous and the inner layer which is cambium. The fibrous layer is composed of fibroblasts, while the cambium layer has progenitor cells that grow into osteoblasts [43] . Since our fabricated composites showed a non-toxic behaviour to the fibroblast cells, this indicated the suitability for the growth of periosteum tissue.
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Conclusions
This research successfully developed a novel scaffold utilizing PU nanofibers added with ylang ylang (YY) and zinc nitrate (ZnNO3) using the electrospinning method. The SEM images showed that the diameter of the PU nanofibers was reduced with the addition of YY and ZnNO3. FTIR, TGA and XRD analyses confirmed the interactions between PU with YY and ZnNO3. The TGA study revealed the improved thermal stability for PU/YY and a slight reduction in the thermal stability for PU/YY/ZnNO3. The tensile test indicated that the addition of YY and ZnNO3 improved the mechanical properties of the electrospun nanofibers. The electrospun PU/YY and PU/YY/ZnNO3 showed a reduced surface roughness when compared with the pristine PU, as depicted in the AFM analysis. The addition of YY and ZnNO3 improved the anticoagulant and biocompatibility nature of the pristine PU, as depicted in the coagulation and MTS assays. Furthermore, the bone mineralization study depicted the improved calcium deposition in the fabricated composites, when compared with the pristine PU. Hence, the developed composites showed desirable physico-chemical properties, biocompatibility and calcium deposition, and might be plausible candidates for bone tissue 
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